Whole body transmission-emission scanning with whole body camera.
Whole body transmission-emission scanning was carried out using a whole body camera. A disk source 30 cm in diameter filled with 99mTc was used for transmission scanning. Correct interpretation of emission scanning requires accurate anatomical orientation of the images. The value of whole body transmission-emission scanning is emphasized.